Pyrolytic carbon-coated Dacron grafts.
A new pyrolytic carbon surface (ULTI) was tested on a loosely knitted dacron substrate in dogs. Patency was 97.5% as compared with a control of 33%. Physical properties of the dacron were not altered by the ULTI carbon deposition process. This modified pyrolytic carbon on a dacron substrate is a very promising vascular biomaterial for small vessel replacement.